[The use of peracetic acid for desinfection of tonometers (author's transl)].
0.1% Peracetic acid (Wofasteril) is suited for desinfection of tonometers, because it has a great rapid microbicidal effect and low concentration. Moreover it is very compatible with cornea and conjunctiva.